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Background. Asthma remains a serious global health challenge. Poor control of asthma symptoms is due in part to incorrect use of oral inhaler 
devices that deliver asthma medications, such as poor inhalation technique or use of a metered dose inhaler (MDI) after the recommended number 
of doses is expelled. Objective. To review published research on the potential for patients to overestimate or underestimate the amount of asthma 
rescue medication in MDIs without integrated dose-counting mechanisms. Methods. We searched PubMed and EMB ASE using search terms "dose 
counter and asthma" and "dose counter and metered dose inhaler" for English language publications up to July, 2012, with a manual search of 
references from relevant articles. Results. Up to 40% of patients believe they are taking their asthma medication when they actually are activating an 
empty or nearly empty MDI. Device design makes it impossible for an MDI to cease delivering drug doses at an exact point, and the number of 
actuations in an MDI may be twice the nominal number of recommended medication doses. Once the recommended number of medication doses is 
expelled, remaining actuations deliver decreasing concentrations of active medication and increasing concentrations of propellants and excipients. 
This phenomenon, called "tail-off," is particularly problematic when medications are formulated as suspensions, as are rescue medications to 
control acute bronchospasm. Reliable inhalation of rescue medication could reduce asthma-related morbidity. Conclusion. By helping to ensure 
that patients receive accurate metered doses of asthma rescue medication to relieve bronchoconstriction, dose counters may help to improve asthma 
management. 
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Introduction 

Asthma is a chronic inflammatory condition of the air- 
ways, characterized by limited airflow and punctuated by 
acute symptoms related to hyperresponsiveness to a vari- 
ety of "triggers," such as allergens or fumes (1). Chronic 
inflammation of the airways can lead to persistent altera- 
tions in airway structure, including sub-basement mem- 
brane fibrosis, mucus hypersecretion, injury to epithelial 
cells, smooth muscle hypertrophy, and angiogenesis (2). 
Asthma symptoms include wheezing, dyspnea, coughing, 
and chest tightness associated with broad but variable air- 
flow obstruction in the lungs (3). During acute asthma 
events, symptom severity may range from mild to life- 
threatening, the latter being due to severe bronchospasm, 
airway edema, impaired gas exchange, and ultimately, 
respiratory failure. 

Asthma continues to be a serious global health chal- 
lenge. Worldwide, an estimated 300 million people suffer 
from the disease and prevalence is increasing (4-7). Of the 
25 million Americans with asthma, 12 million experience 
acute symptoms (8) and asthma was linked to 3447 deaths 
(about 9 per day) in 2007 (5). Asthma symptoms account 
for about 500,000 hospitalizations and nearly 2 million 
emergency room visits per year in the United States (6). 

Asthma-associated morbidity remains high despite 
improvements in diagnosis and the availability of compre- 



*Corresponding author: Jill Conner, Ph.D., Teva Pharmaceutical Industries, 
Ltd 901 E. 104th St. Suite 900, Kansas City, MO 64131, USA; Tel: (816) 
508-5195; Fax: (816) 508-5013; E-mail: Jill.Conner@tevapharm.com 



hensive national and international clinical practice guide- 
lines for managing the disease (2,3,9). Avoiding triggers is 
an important first step in asthma management, but may 
require lifestyle changes that patients find difficult or 
unacceptable (e.g., giving away a family pet), and adher- 
ence to lifestyle modifications is poor (1,5). 

If lifestyle changes do not successfully prevent and 
control asthma symptoms, pharmacologic therapy can 
reduce the frequency and severity of asthma exacerbations, 
and reverse airflow obstruction during acute attacks (2). 
Most asthma medications are delivered as orally inhaled 
products in order to achieve local effects in the lung and to 
minimize systemic adverse effects. Inhaled asthma medi- 
cations are categorized into two general classes: long-term 
control medications (also known as preventive or main- 
tenance medications), which are taken regularly to achieve 
and maintain control of persistent asthma, and rapid-acting 
drugs (also known as rescue medications) taken as needed 
to provide prompt reversal of acute airflow limitation and 
relieve bronchospasm. Onset of action of inhaled drugs for 
rescue from acute bronchospasm is approximately 5-10 
minutes. Rescue medications are typically short-acting pi- 
adrenergic agonists (SABAs), such as albuterol, but may 
be a long-acting beta agonist with rapid onset of action, 
such as formoterol (10). Bronchodilators provide relief of 
bronchoconstriction by relaxing bronchial smooth muscle 
and functionally enlarging the luminal diameter of the 
airways. This decreases airflow obstruction so that breath- 
ing becomes less labored. SABAs are delivered via wet 
nebulization or metered dose inhaler (MDI) ( 1 ) . MDIs may 



658 



DOSE COUNTERS ON RESCUE BRONCHODILATORS 



659 



provide better clinical outcomes and fewer adverse effects 
compared with nebulizers (11); however, nebulizers are 
useful for young children, older adults, and for patients 
who are unable to use an MDI. 

Among other factors, patient nonadherence to therapy is 
an important contributor to poor asthma control. While 
often volitional, nonadherence can also be inadvertent 
when prescribed medications are taken improperly. For 
example, patients may think they are taking their asthma 
medication when they actually are activating a nearly 
empty or an altogether empty MDI to deliver orally inhaled 
asthma medication (12). MDIs deliver a limited number of 
effective medication doses, as listed in the prescribing 
information for each product. After the manufacturer- 
recommended number of doses is expelled, the MDI will 
continue to actuate many more times (13). Accurately 
assessing the doses in an MDI is critically important for 
bronchodilating medications used for "rescue" from acute 
asthma symptoms. 

This literature review describes the growing evidence 
that people commonly — and significantly — overestimate 
(or less commonly, underestimate) the remaining amount 
of active asthma rescue medication in MDIs without dose 
counters, that the techniques used to "guesstimate" 
whether a recue MDI is effectively empty are unreliable, 
and how having a rescue MDI with an integrated dose 
counter mechanism can improve the health and quality of 
life of patients with asthma. 

Methods 

We searched EMBASE and MEDLINE English literature 
up to July, 2012 with search terms "dose counter and 
asthma" and "dose counter and metered dose inhaler." 
When pertinent articles were identified, we searched for 
relevant references used in those papers. For environmen- 
tal reasons, inhalers with chlorofluorocarbon (CFC) pro- 
pellant were no longer sold in the US from 2009, and the 
propellant in current MDIs is hydrofluoroalkane (HFA); 
however, much of the research reviewed here was con- 
ducted on MDIs with CFC propellant. 

Results 

Activating a nearly empty or an altogether empty MDI to 
deliver orally inhaled asthma medication appears to be a 
common occurrence when patients use an MDI without a 
dose counter (12,14,15). MDIs contain more drug formu- 
lation than the labeled number of drug doses to ensure 
dosing consistency in each actuation, up to the labeled 
number (16). Short of recording every actuation, there is 
no accurate and practical way to gauge the remaining 
number of effective doses in an MDI without the addition 
of a dose-counting mechanism. 

MDI Design Contributes to Dosing Errors 

The invention of the metered-dose valve led to develop- 
ment of MDIs in the 1950s (13). The dosing and 



performance and, consequently, drug efficacy may be 
directly dependent on the design of the MDI. MDIs have 
3 main components: the canister containing the drug for- 
mulation, the metering valve, which determines the quan- 
tity of formulation dispensed upon actuation, and an 
actuator (mouthpiece) which directs the aerosol into the 
patient's lungs. In addition to the bronchodilating drug, the 
formulation contains a liquefied gas propellant (HFA) and 
may contain nonactive excipients. With current valve 
designs, it is not possible for an MDI to cease delivering 
drug doses completely at an exact point. MDIs continue to 
deliver a spray, which may not be within the labeled 
specifications for the active drug, for up to twice the 
nominal number of recommended doses. In one study, 
MDIs with CFC propellant had, on average, 86% more 
actuations than the labeled dose number, and MDIs with 
HFA propellant had 52% more (17). Importantly, the 
amount of drug in those additional actuations is variable; 
propellant and excipients form up to 99% of an asthma 
drug formulation (16). With continued use beyond the 
recommended number of doses, drug delivery per actua- 
tion becomes inconsistent and unpredictable, with the 
amount of active drug eventually becoming negligible, a 
phenomenon known as "tail-off (13,18). Thus, after the 
recommended number of doses, the MDI may appear to be 
delivering a therapeutic spray when, in fact, it is not. Tail- 
off may be rapid (e.g., within 5 actuations), or erratic, 
requiring 10-20 actuations before the canister is finally 
empty of its drug contents, depending on several factors, 
including the valve design (13). MDIs with valves that 
have formulation "fill holes" at the base of the retaining 
chamber have more rapid and less erratic tail-off 
(Figure 1 A) than MDIs with valves with fill holes at higher 
levels (Figure IB). If the height of the liquid formulation 
falls below the fill hole, at the time of actuation there may 
be incomplete filling of the chamber (13). Tail-off is parti- 
cularly problematic when the medication delivered by the 
MDI is formulated as a suspension rather than a solution. 
All short-acting asthma rescue medications currently avail- 
able in an MDI are formulated as suspensions. 
Suspensions comprise micronized drug substance sus- 
pended in propellant and other excipients. If the drug 
substance adheres to the walls of the container or valve 
components, dose delivery and particle size distribution 
could be inconsistent (19). For this reason, shaking a 
rescue inhaler before actuation is an important part of 
correct MDI use. 

Estimating Medication in an MDI with No Dose Counter 

Studies conducted to assess the accuracy of asthma 
patients' ability to gauge doses remaining in their MDIs 
have consistently shown high error rates (14,15,20,21). As 
noted, the only way to reliably determine the number of 
remaining doses in an MDI with no dose counting feature 
is by carefully and consistently tracking each dose, then 
subtracting it from the labeled number of doses. However, 
many people are not even aware of the recommended 
number of drug doses in their MDIs. In a study conducted 
to investigate how asthma sufferers determined when to 
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FIGURE 1 . — Tail-off characteristics of asthma medications delivered by MDIs with different valve placement. Panel A shows tail-off from 3 separate MDIs with 
fill holes located at the base of the retaining cup that allow formulation to enter the valve (valve-down orientation). Panel B shows more erratic tail-off 
characteristics of 3 separate MDIs with valve design in which the fill holes are located at higher levels relative to the base of the retaining cup (Adapted from 
Schultz (13)). 



replace their MDIs, 54% did not know the maximum 
number of actuations recommended by the manufacturer 
for their particular inhaler (15). Even when recommended 
dosing is known, patient records or diary entries of doses 
taken are rarely kept. In a study by Ogren et al., only 8% of 
patients kept any record of their MDI actuations (15). Most 
patients did not receive instructions from their health care 
providers to keep a count of doses taken; in a survey 
conducted by Sander et al., only 36% of respondents 
reported having been instructed to keep track of the num- 
ber of MDI-delivered doses of their asthma medications 
(14). 

Other methods by which patients estimate remaining 
medication in their MDIs are not reliable (13-15). 
Estimations of whether an MDI requires replacement 
based on the weight of the inhaler, or on the force, sounds, 
and taste of the actuation, are often made based on the 



volume of the remaining propellants and excipients and 
not on the remaining doses of active medication meeting 
therapeutic specifications (15,17). In a study by Rubin and 
Durotoye of pediatric asthma patients, 72% of the children 
(or their parents) reported using an MDI until they could no 
longer "hear" the MDI make a sound when it was actuated 
(17). Similarly, in the study by Sander and colleagues, 1 in 
5 surveyed patients reported that they assessed their albu- 
terol inhaler to be empty "when it stopped spraying," 
unaware that propellant continues to spray long after the 
albuterol has run out (14). Many patients report shaking 
their MDIs to assess the amount of drug remaining in them 
(15,20,22). In one study, patients who adopted this method 
overestimated remaining medication by about 40 doses 
(21). Accordingly, 84% of MDIs evaluated in this study 
had been used well past the recommended number of 
actuations. 
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It has been suggested that floating an inhaler in water, 
known as a "float test," can provide a measure of the 
inhaler's useful contents (20). However, no universal flo- 
tation status accurately reflects when a device has reached 
the maximum recommended number of actuations (15). 
Moreover, this test is not only unreliable since some inha- 
lers will float when they are full, it may damage the MDI 
by obstructing the metering valve (15-17). 

Practical Experience 

In practice, patients who are not tracking rescue medica- 
tion doses often either discard an MDI that may still con- 
tain acceptable metered doses of drug, or continue to use a 
product that may no longer contain the labeled within- 
specification dosage. The former is wasteful and expensive 
and the latter is potentially dangerous (16). Holt and col- 
leagues asked patients receiving asthma treatment to return 
their MDIs, when deemed empty, to their physicians (21). 
Of 109 returned MDIs, 11% of "empty" MDIs still con- 
tained more than 20% (>40 doses) of the recommended 
metered doses (Table 1) (21). Sander et al. reported that 
more than half (53%) of the asthma patients they surveyed 
who used an inhaled bronchodilator (/V = 342) refilled 
their bronchodilator prescriptions more frequently than 
recommended in national guidelines (2,14). A bronchodi- 
lator prescription typically requires refill only a few times a 
year, yet almost 20% of patients reported refilling their 
inhaler at least once a month. The authors speculated that 
the excessive number of bronchodilator refills might be 
due, in part, to throwing away partially used inhalers to 
forestall the prospect of finding an inhaler empty during an 
acute asthma event (14). 

While discarding an MDI with effective doses remain- 
ing is both costly and wasteful, relying on rescue medica- 
tion from a depleted MDI during acute bronchospasm can 
be life-threatening. In the study by Holt and colleagues, 
collected MDIs labeled to contain 200 salbutamol doses 
were used, on average, to deliver 224 actuations (21). Two 
separate studies found that more than 40% of asthma 
patients replaced their MDI when it was completely 
empty and over 20% said they could "never tell" when 
their MDI was running out of medication (22,23). In the 
Sander et al. study, 87 asthmatic patients — 25% of those 
surveyed — discovered that their albuterol inhaler was 
empty when needed for relief from acute asthma symp- 
toms, and of them, 8% had to call for emergency assistance 
(14). Most of these 87 patients (82%) considered their MDI 
empty only when nothing came out of it, making it likely 
that they were inhaling only propellant for many doses, 



thereby increasing their risk of prolonged bronchoconstric- 
tion and airflow limitation requiring urgent care. 

Patients Prefer Dose Counters 

When asked, many patients report that not knowing how 
much medication is left in their MDIs makes them anxious 
about receiving a subtherapeutic dose or no medication at 
all (22,24). Dose counters are, therefore, likely to alleviate 
patient anxiety about running out of asthma medication in 
emergency situations. Thus, it is not surprising that patient 
satisfaction studies consistently show wide acceptance and 
approval of dose counters on MDIs (22-24). Patients rate 
dose counters among the top 5 best features of their MDI 
(14,23). 

In addition to relieving anxiety, reliable knowledge of 
when to replace an MDI can improve asthma management 
and, in turn, improve patients' quality of life (25). Because 
they are preferred by patients (22), adherence to prescribed 
asthma treatment might also improve. Moreover, physi- 
cian inspection of dose counters at office visits may pro- 
vide a means of evaluating patient adherence to treatment 
and present an opportunity to discuss appropriate use of the 
MDI and proper inhalation technique. 



Discussion 

In 2003, the US Food and Drug Administration issued a 
Guidance to Industry emphasizing the importance of (but 
not requiring) integrated dose counters or dose indicators 
on MDIs for orally inhaled medications targeted to the 
lungs (16). Dose indicators that rely solely on a color 
coded display or indicator symbol to signal when the 
MDI is nearing the end of its recommended doses are 
less precise than dose counters that use a numeric display 
(Figure 2). Typically, discarding an MDI is recommended 
when the dose counter reads "0" or by the expiration date, 
whichever comes first. The expiration date for a rescue 
inhaler is generally 1 year after the prescription is filled 
(26) or after the foil pouch is opened (27). At present, the 
only available albuterol rescue inhalers with integrated 
dose counting mechanisms are ProAir® HFA (Teva 
Pharmaceutical Industries, Ltd.) (26) and Ventolin® HFA 
(GlaxoSmithKline) (27). 

If there is a "down-side" to integrated dose counting 
mechanisms on MDIs, it may be that they are more expen- 
sive to produce than MDIs without them. After 2008, 
generic albuterol inhalers stopped being made because 
they contained CFC propellant (it is unknown when gen- 
eric albuterol inhalers may be available again). The 



TABLE 1 . — Discrepancies in patient perceptions of the number of doses of rescue medication remaining in an MDI with no dose counter. Seventeen patients with 
asthma who regularly use an MDI estimated the number of salbutamol doses remaining in MDIs that had been partially emptied to different degrees (Adapted from 
Holtetal. (21)). 



Actual number of remaining salbutamol doses in MDIs which had been partially emptied 40 doses 30 doses 20 doses 10 doses 0 doses 



Range of patient estimations of the number of doses in the MDI (min-max) 
Mean difference between the actual and the estimated number of doses in the MDI 
Proportionate overestimations of the remaining doses in the MDI 



0-180 0-190 0-140 0-180 0-80 

76.8 81.0 63.0 54.8 23.6 

+36.8% +51.0% +43.0% +44.8% +23.6% 
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FIGURE 2. — Integrated dose counter on a metered-dose inhaler. Shown 
here is a ProAir® metered-dose inhaler (manufactured by Teva 
Pharmaceutical Industries, Ltd., Horsham, PA). 

economic burden of asthma management is already con- 
siderable. In 2009, the estimated annual expenditure 
related to health care and lost productivity due to asthma 
was more than $20 billion according to the National Heart, 
Lung, and Blood Institute (28). Nevertheless, dose coun- 
ters may reduce health care costs by decreasing asthma- 
related morbidity and attendant medical costs (14,17). For 
example, inhalation of rescue medication rather than pro- 
pellant to control acute bronchospasm and quell acute 
asthma symptoms may avoid the cost of an emergency 
room visit (29). 



Conclusion 

Although there have been relatively few studies conducted 
to assess the use of MDIs, they consistently show patients 
frequently overestimate the amount of active asthma res- 
cue medication in MDIs without dose counters. Dose 
counters provide the only accurate and practical method 
of ascertaining the remaining number of effective doses in 
an MDI. By ensuring that patients do not use a rescue MDI 
beyond the recommended number of actuations and that 
they are receiving the appropriate metered dose of asthma 
medication, dose counters can improve asthma manage- 
ment and potentially decrease asthma-related morbidity 
and mortality, and improve patients' quality of life. For 
these reasons, integrated dose counting mechanisms 
should be required on MDIs that deliver asthma rescue 
medication. 
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